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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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DIMENSIONS OF NIPPLES FOR INSERT 
EARPHONES 

[ lEC Title : Hearing Aids Part 5 : Nipples for Insert Earphones ] 



National Foreword 

This Indian Standard, which is identical with lEC Pub 118-5 1983 'Hearing aids Part 5 : Nipples for 
insert earphones' issued by the International Electrotechnical Commission (lEC), was adopted by the 
Indian Standards Institution on the recommendation of Acoustics Sectional Committee and approved by 
the Electronics and Telecommunication Division Council. 

In the adopted standard certain terminology and conventions are not identical with those used in 
Indian Standards, attention is especially drawn to the following : 

Comma ( , ) has been used as a decimal marker while in Indian Standards the current practice is to 
use a point ( . ) as the decimal marker. 
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1. Scope 

This standard is applicable to insert earphones which can be fitted to an earmould inserted into the 
ear canal. 

2. Object 

The object of this standard is to define those dimensions which are essential in order to ensure 
interchangeability of insert earphones as used with earmoulds or other attachments to the ear. 

3. Dimensions 

3.1 The dimensions given in this standard apply to the nipple and the sealing device separately. 

3.2 The nipple and the sealing device are shown schematically in Fig. 1. page 6. The various 
dimensions designated by letters are given in Table I, page 7, together with their tolerances. 
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Fig* 1 . — Nipple and sealing device. 
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Table I 
Dimension of nipple and sealing device. 







Millimetres 




Rcf. 








Min. 


Nom. 


Max. 


A 


6,27 


6,30 


6,35 


(B)* 


(1,50) 


(1,60) 


(1,65) 


C 


0,80 


0.85 


0,90 


B+C 


2,30 


2,45 


2,55 


D 


™ 


— 


0,4 


E 


10,0 


— 


— 


F 


5,7 


5,8 


5,9 


G 


0,18 


0,20 


0,22 



Ref. 


Degrees 


Min. 


Nom. 


Max. 


a 


10,5 


11,0 


12,0 



* Dimension (B) is given for manufacturing purposes 
only. 
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